About the Necessity of a Dorsal Stop in KAFOs for Patients with Paralyses and Weak Plantar Flexors

Daniel Sabbagh1, Jörg Fior1, Ralf Gentz1

1FIOR & GENTZ Gesellschaft für Entwicklung und Vertrieb von orthopädieotechnischen Systemen mbH, Lüneburg, Germany

Which indications may cause plantar flexor (PF) weakness?
- Spinal Cord Injury
- Spina Bifida or MMC
- Post Polio Syndrome and other indications

Too weak or prolonged PFs lead to additional instability while standing or walking. The goal of an orthotic fitting is to restore a physiological gait pattern in patients with PF weakness. A knee-ankle-foot orthosis (KAFO) can improve poor knee stability and muscular control. To ensure a most effective KAFO, it should be produced with a dorsal stop.

The aim is to point out effects of too weak PFs on gait patterns and to underline the need of a dorsal stop in case of PF weakness.

Materials and Methods

The biomechanics and gait patterns of healthy patients and a patient with weak PFs have been considered, including an evaluation of worn KAFOs.

Results

PF weakness causes inactivation of the forefoot lever (fig. 1). The activation of the forefoot lever is needed to achieve stable balance (tab. 1).

Discussion and Conclusion

Too weak or prolonged PFs can be responsible for an inactive forefoot lever. Therefore, KAFOs should always be produced using ankle joints with adjustable dorsal stops (fig. 2).

How to check the correct dorsal stop position on the work bench:
1) Press the KAFO with foot piece into the designated shoe.
2) Put the KAFO shell into dorsal stop position.
   - The line of gravity should pass through the middle of the femoral shell and ventrally ahead of the ankle joint.
   - The KAFO should stand unassisted.

How to check on your patient:
Stable balance efficacy can be visualised by slightly leaning the body’s centre of gravity forwards and backwards (fig. 3 a).

For the visualisation of a correct dorsal stop in a dynamic situation check if your patient achieves a heel rise in terminal stance (fig. 3 b).

Conclusion: A correctly adjusted dorsal stop is absolutely necessary for all orthoses for patients with paralyses and weak PFs to provide safety while standing and to improve gait pattern.

Literature